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Abstract: OBJECTIVE The aim of this study was to assess the impact of implant platform diameters on
ultimate force to failure of zirconia abutments with different angulation. MATERIALS AND METHODS
Forty-two zirconia abutments with either 0 degree (ST) or 15-degree (AN) angulation were assembled
on tapered internal connection titanium implants (Direct’s Legacy; 13 mm Implant Direct, LLC, Las
Vegas, United States) with a platform diameter of Ø3.0, Ø3.5, and Ø4.5 mm (14 per group). Zirconia
crowns (Ceramill Zolid; Amann Girrbach GmbH) were fabricated and cemented using self-adhesive resin
cement (MaxCem Elite, Kerr). The specimens were thermomechanically loaded (TCML= 6,000 cycles of
5 to 50°C for 2 minutes/cycle followed by cyclic loading 600,000 cycles) followed by static loading until
fracture. The data of load (N) at which fracture occurred were statistically analyzed by using Kruskal-
Wallis analysis of variance and Mann-Whitney U tests at 5% significance level. RESULTS Higher load
to fracture was reported for zirconia crowns in straight abutments groups and a platform of 4.5, 3.5,
and 3 mm diameter was 438.2± 85.4, 345.5± 71.3, and 331.1± 59.1 N, respectively. However, the groups
restored with zirconia crowns in angulated abutments groups and a platform of 4.5, 3.5, or 3 mm diameter
showed a fracture load of 411.4 ± 49.8, 354.2 ± 52.5, and 302.8 ± 52.5 N, respectively. CONCLUSION
Straight and angulated zirconia abutments presented similar load to fracture on 3 and 3.5 mm platform
diameters yet being significantly less for 4.5 mm diameter.
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Objective The aim of this study was to assess the impact of implant platform diame-
ters on ultimate force to failure of zirconia abutments with different angulation.
Materials and Methods Forty-two zirconia abutments with either 0 degree (ST) 
or 15-degree (AN) angulation were assembled on tapered internal connection tita-
nium implants (Direct's Legacy; 13 mm Implant Direct, LLC, Las Vegas, United States) 
with a platform diameter of Ø3.0, Ø3.5, and Ø4.5 mm (14 per group). Zirconia 
crowns (Ceramill Zolid; Amann Girrbach GmbH) were fabricated and cemented using 
 self- adhesive resin cement (MaxCem Elite, Kerr). The specimens were thermomechan-
ically loaded (TCML= 6,000 cycles of 5 to 50°C for 2 minutes/cycle followed by cyclic 
loading 600,000 cycles) followed by static loading until fracture. The data of load (N) 
at which fracture occurred were statistically analyzed by using Kruskal–Wallis analysis 
of variance and Mann–Whitney U tests at 5% significance level.
Results Higher load to fracture was reported for zirconia crowns in straight abutments 
groups and a platform of 4.5, 3.5, and 3 mm diameter was 438.2± 85.4, 345.5± 71.3, 
and 331.1± 59.1 N, respectively. However, the groups restored with zirconia crowns in 
angulated abutments groups and a platform of 4.5, 3.5, or 3 mm diameter showed a 
fracture load of 411.4 ± 49.8, 354.2 ± 52.5, and 302.8 ± 52.5 N, respectively.
Conclusion Straight and angulated zirconia abutments presented similar load to 
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Introduction
Using osseointegrated dental implants for restoring single 
missing teeth in esthetic region has become a treatment 
modality exhibiting high success rates. Color match-
ing between natural teeth and the artificial replacement 
accompanied with soft tissue architecture maintenance 
around the implant restoration are important for resto-
rations in esthetic area.1-5 To gain an optimal esthetics, 
it is important to harmonize the restoration with the 
surrounding soft tissue and adjacent natural teeth and 
to overcome the apparent discoloration showing through 
thin gingival tissues that result from metallic color of the 
titanium.6-8
In 1993, all-ceramic sintered alumina oxide abutments 
were introduced as an alternative to titanium abutments.9,10 
Zirconium oxide restorative abutments were introduced and 
recorded for its white color, tissue tolerability, good mechan-
ical properties, and enhancement of transmucosal portion 
design.6,11-14
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No doubt that stock abutments have several merits, 
including expenses. Prefabricated components are simple in 
utilization and decrease the dental laboratory costs of fixed 
dental prostheses’ fabrication.15 However, the main problem 
reported is the platform diameter and the associated emer-
gence profile.9
As a consequence of bone remodeling following tooth 
loss, the implant installation typically goes after the cen-
ter of the remaining bone volume; the implant axis would 
pierce through the buccal side of the prospective crown. For 
fear of this, restorative foundations with angulation offsets 
are existing. However, many studies reported higher stresses 
at crestal bone area around the implant when an identical 
vertical load was applied to preangled abutments compared 
with straight abutments.16-19
The implant–abutment junction mostly has a prosthetic 
stand for abutment seating. This platform offers physical 
resistance to axial occlusal burdens. When angled or lat-
eral loads cannot be knocked out, the magnitude of the 
force applied should be reduced or extra surface area of 
support is advised to decrease the hazard of biomechanical 
perplexity.20-22
The magnitude of force on an abutment retaining screw 
decreases with a large diameter implant. Diameter has 
been shown to play a role in the performance of zirconia 
abutment.23 In an investigation performed by Ellakwa et al,24 
they studied the load fatigue performance of three different 
diameters of zirconia abutments and they reported that, the 
abutment diameter has an impact on load fatigue testing per-
formance of zirconia abutments. To describe the diameter of 
dental implants, many terms had been used by many authors 
regardless the conformity and standardization. In this 
respect, a recent proposed classification based on the most 
frequently reported terms in reviewed articles, these terms 
were extra-narrow (<3.0 mm), narrow (3.0 to < 3.75 mm), 
standard (3.75 to < 5 mm), and wide (5.0 mm or more), 
because these were the most frequently used terms.23
Previous studies evaluated single implant-supported fixed 
dental prostheses with straight zirconia abutments based on 
the impact of some variables such as abutment preparation 
and wall thickness on resistance to fracture of the zirconia 
abutments.24-33 However, in vitro testing and characterization 
of the mechanical performance of angulated zirconia abut-
ments with different diameters are seldom found in litera-
ture. Therefore, the purpose of the present study was to test 
the fracture behavior of both straight and angulated zirconia 
abutment supporting anterior single crown. Another purpose 
of the study was to investigate the impact of different implant 
diameters on the load-to fracture of both straight and angu-
lated zirconia abutments supporting anterior single crown.
Materials and Methods
Two-piece implant system (Legacy; Implant Direct LLC, 
United States) with a length of 13 mm and a platform diam-
eter of 3, 3.5, or 4.5 mm were used. Prefabricated zirconia 
abutments (Legacy Contoured Zirconia Abutment; Implant 
Direct LLC, United States) with either 0 or 15-degree angu-
lations were selected. Forty-two zirconia abutments and 
implants were divided into six equal groups (n = 7). Group 
ST1, ST2, and ST3 simulated a clinical scenario from a pros-
thetic viewpoint, with a suitable implant position that 
allows the utilization of straight prosthetic abutment, with 
3, 3.5 and 4.5 diameter, respectively. Groups AN1, AN2, and 
AN3 simulated a clinical scenario with a nonideal implant 
angulation that needs angulated prosthetic abutments, with 
3, 3.5, and 4.5 diameter, respectively. All study groups simu-
lated an anterior implant-supported crown scenario.
The right central incisor was removed from a maxillary 
typodont model (Kavo Dental). Then, the typodont model 
was used to mimic the clinical scenario of adequate clini-
cal dimension of an anterior single crown. An impression, 
using PVS impression material (Coltene Rapid; Coltene, 
Altstatten, Switzerland), was recorded for the typodont 
model and two stone models were obtained after pouring 
with type IV dental stone. In groups 1, 2, and 3, the implant 
fixtures were installed axially in the center of the socket, 
whereas the implant fixtures were installed in the center 
of the socket with 15 degrees angulation in the labial direc-
tion for groups 4, 5, and 6. The shoulder of all implants 
was positioned 3 mm below the mesial and distal papillae. 
The two casts were trimmed to create a block. Then, the 
impression was recorded for both blocks. Implants were 
positioned repeatedly into these impressions and mounted 
in acrylic resin (Pro Base Clear, Ivovlar Vivadent). Each zir-
conia abutment was engaged to its corresponding implant 
and the retaining abutment screw was tightened using 
a manual wrench and screwdriver to the desired torque 
of 35 Ncm according to manufacturer's instructions. For 
fabrication of identical 42 monolithic zirconia crowns, 
each zirconia abutment was scanned (Ceramill Map 400; 
Amann Girrbach GmbH) and restorations were virtu-
ally designed by a software (Ceramill Mind CAD; version 
3.5.6.1408, Amann Girrbach GmbH). The cement gab was 
set to 0.2 mm. The restorations were milled from zirco-
nia blocks (Ceramill Zolid, Amann Girrbach GmbH) using 
5-axis milling unit (Ceramill Motion 2, Amann Girrbach 
GmbH). The milling was performed with 1 mm diamond 
for gross milling and 0.4 mm for fine adjustment. All zirco-
nia crowns were sintered in a sintering furnace (Ceramill 
Therm, Amann Girrbach GmbH) at 1450°C according 
to manufacturer's instructions. Before cementing the 
crowns, the retaining screw access holes were blocked 
with gutta-percha. The sintered crowns were cemented 
to its corresponding abutments using self-adhesive resin 
cement (MaxCem Elite, Kerr). All procedures were per-
formed following the instructions of the manufacturer.
The specimens were aged by mean of thermocycling 
(6,000 cycles between 5 and 55°C for 60 seconds each and a 
dwell time of 12 second). A specially fabricated load cycling 
device was used with an upper rod with a 1.6 mm diameter 
that induced 50 N loads for 600,000 times with a frequency of 
2 cycle per second at an angle of 30 degrees and with contact on 
the palatal surface 2 mm below the incisal edge of the crown.
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After the completion of loading cycles, all specimens were 
visually inspected for incipient fracture and screw loosen-
ing followed by low power magnification (Carl Zeiss, Jena, 
Germany). Signs of crack or fracture of the ceramic as well as 
screw loosening were considered as failure. Then, all survived 
specimens were quasi-static loaded using a universal testing 
machine (Lloyd, Lloyd Instruments Ltd, UK). Each specimen 
was secured to the lower compartment of the universal test-
ing machine with the long axis of the crown at an angle of 
30 degrees with load direction. A 0.5 mm tin foil sheet was 
positioned in between loading tip and palatal surface of the 
zirconia crown to ensure even force distribution during load-
ing. Static loading was performed at a crosshead speed of 
0.5 mm̸min with the force transferred to the palatal surface 
2 mm bellow the incisal edge of the crown. The crosshead 
speed motion was stopped after the load started to decrease 
because of fracture or plastic deformation and the maximum 
load was recorded as the failure load.
All tested specimens were evaluated for incipient fractures 
to assess the failure mode that was categorized according to 
possible locations of the fractures. Representative fractured 
specimens from each group were sputtered and examined 
with a scanning electron microscope.
Statistical analysis was performed using Statistical 
Package for the Social Sciences software (ver-
sion 17.0; SPSS Inc., Chicago, Illinois, United States). Due 
to the chosen sample size, statistical analysis of the frac-
ture strength values (N) of all specimens was performed 
using nonparametric Kruskal–Wallis analysis of variance 
and Mann–Whitney U test. The significance level was set 
at p-values less than 0.05.
Results
No fracture was observed in all tested groups following ther-
mal cycling and mechanical loading for 600,000 cycles. Load 
to fracture values (N) for all tested groups was presented in 
►Table 1. Higher fracture loads were reported for zirconia 
crowns in straight abutments groups and a platform of 4.5, 
3.5, and 3 mm diameter was 438.2 ± 85.4, 345.5± 71.3, and 
331.1± 59.1N, respectively. While the groups restored with 
zirconia crowns in angulated abutments groups and a plat-
form of 4.5, 3.5, or 3 mm diameter showed a fracture load of 
411.4 ± 49.8, 354.2 ± 52.5 and 302.8 ± 52.5 N, respectively.
Irrespective to the platform diameter used, there is no sig-
nificant difference between the load bearing capability of 
zirconia crowns in test groups with both 0- and 15-degrees 
abutment angulations (p = 0.07).
Kruskal–Wallis analysis of variance revealed a 
significant difference between the load to fracture values 
of zirconia crowns in groups ST1and ST3 and AN1 and AN3 
where p = 0.001.
The failure mode reported for all tested specimens was 
ceramic fracture at or slightly above the implant shoulder 
level and the fractured parts always remained inside the 
internal connection part of the implants (►Figs. 1–7).
Discussion
Dental implants in the anterior area of the mouth are not 
installed in optimum axial positions depending on the ridge 
thickness and the amount of bone and space available.18 To 
compensate for this shift and provide compatibility between 
the position of the implant and the proposed restoration, 
angulated abutments are commonly used.
Angulated abutments are available with angulations 
of 15 to 30 degrees. The wall thickness on the side of an 
angulated abutment decreases in direct relation to the degree 
of angulation. Therefore, the risk of fracture is raised from 
both an increased shear component of force and decrease 
in wall component strength. The clinical use of angulated 
abutments should be limited only to correct the path of 
withdrawal of the restoration or enhance the cosmetic 
appearance. When the angulated abutment is loaded along its 
long axis, a significant moment load is transmitted to entire 
installed implant system. Most implant fixtures installed 
with angle more than 12 degrees to the horizontal plane 
need an angulated abutment. Thulasidas et al22 investigated 
the effect of custom milled zirconia abutments with different 
angulations and they reported that tilting the implant apex 
toward the lingual significantly minimized the fracture 
strength of custom milled zirconia abutment compared with 
straight zirconia abutment.
In the current study, the resistance to fracture values in 
groups restored using a platform diameter of 4.7 mm is higher 
than those with 3.2 mm diameter irrespective to abutment 
angulation used. A study performed by Mish34 reported that, 
the ability of an implant to resist fracture or deformation 
Table 1  Mean force (N) at fracture in groups with either straight or angulated zirconia abutments with different platform 
diameter
Groups Platform diameter (mm) n Mean SD
Straight abutment 3 7 331.1a 59.1
3.5 7 345.5a 71.3
4.5 7 438.2b 85.4
Angulated abutment 3 7 302.8a 52.5
3.5 7 354.2a 52.5
4.5 7 411.4b 49.8
Abbreviation: SD, standard deviation.
Note: Groups with same letter indicate no significant difference (P <.05).
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depends primarily on the size of a dental implant used. Two-
piece implants are hollow devices, and the fracture resis-
tance is inversely proportional to its radius. Minor changes 
in the diameter of the implant could end with significant 
changes in overall resistance against mechanical integrity. 
By increasing the diameter of the implant, its strength and 
endurance limit would also increase. The size of the implant 
plays a major role in improving its strength, but having suf-
ficient bone volume in a patient’s jaw for such placement is 
also a critical issue.
In our study, the test specimen assembly consisted of zir-
conia crown cemented to zirconia abutment with different 
angulation that was connected to implant fixture. Care was 
taken to exclude all influencing factors that could potentially 
appear from differences in the implant design crown used. 
Shape, dimensions, and material of the crown were standard-
ized by machining technology. Monolithic zirconia crowns 
were selected for the in vitro test setup for an anterior full 
coverage restoration to be consistent with clinical practice. 
Monolithic zirconia restorations with single-layer design and 
favorable mechanical properties were introduced to avoid 
chipping.35 Although Nothdurft et al36 used full metal crowns 
for their test setup to avoid much cofactors, they were aware 
of the possible toughening influence of metallic crowns on 
the total value of the fracture load. In this study, the results 
collected showed that none of the monolithic zirconia crowns 
fractured through the load testing.
To rate implant-supported prosthesis reliable for clinical 
application, they have to overcome loads of 140 to 390 N 
during mastication.37 In our study, load to fracture values for 
all tested specimens was deemed to be within or over the 
borders of the utmost physiological forces in the upper ante-
rior area of the mouth.38,39
Almost all released publications on zirconia implant abut-
ments studied anterior single replacements that reported 
load to fracture values between 429 and 793 N with load 
angles ranging from 30 to 60 degrees.40-42 Also, it is of value 
to take into consideration the forces that can be antici-
pated during function in the patient's mouth. The reported 
weighted bite forces in healthy men for maxillary incisors 
are 150 and 140 N with higher bite forces reported with 
functional disorder such as bruxism.43,44 For all groups in our 
study, the measured fracture loads exceed the above-men-
tioned forces.
In this study, thermomechanically loaded (TCML) artificial 
aging of the specimens was performed with the same param-
eters used in literature.45,46
The fracture of the abutments was lying at the neck region 
of the abutments and the most typical fracture pattern was 
ceramic fracture at or a little up the implant shoulder plane 
and the shattered parts always existed within the internal 
connection region of the implants.
This observation confirms findings of other studies. The 
fracture of zirconia abutments typically taken place at cervical 
aspect of the abutment, nearby the abutment retaining screw 
Fig. 1 Partially fractured zirconia abutment at the marginal level of 
the crown.
Fig. 2 Fracture of the zirconia abutment below the crown margin 
and around the titanium insert.
Fig. 3 Multiple fractures of the zirconia abutment above the 
platform.
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and implant platform. This region of the abutment has been 
revealed to have the greatest torque and stress concentration 
due to levering consequences.36,40
The mean fracture resistance values of zirconia abut-
ment recorded in our study are within the range of values 
(184–793 N) published in comparable published investiga-
tions.36,41,45,48 These variations may arise from differences 
in the study setups and implant–abutment connections. 
Sailer et al48 showed that the sort of implant–abutment 
junction significantly influenced the strength of zirconia 
abutments. Titanium base of the zirconia abutment may 
decrease fracture risk.49 Alsahhaf et al50 demonstrated that 
the titanium base in the two-piece zirconia abutment acts 
as a replace for the weakest portion of the zirconia abut-
ment. Consequently, the titanium base can strengthen the 
fracture strength of a zirconia abutment and can therefore 
be recommended as an esthetic alternative for implant 
reconstruction in the anterior region.
Nguyen et al studied the load fatigue performance of dif-
ferent implant–zirconia abutment structures and concluded 
that fatigue testing execution of zirconia abutment is deter-
mined by the abutment diameter.27
In our study, there was a difference in the maximum static 
loads and endurance limits between the straight and angu-
lated abutments. The reason for the superior endurance limit 
with angulated abutments may be the design itself. Since the 
Fig. 4 Scanning electron microscopic image of partially fractured zirconia abutment crown.
Fig. 5 Scanning electron microscopic overview of fractured angulated zirconia abutment with fracture starting from the lingual side.
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moment arm is the horizontal distance between the center 
of the restoration and the center of the fixture at the level 
of the specimen fixation, then the system with the straight 
abutment suffers from more bending than with the angulate 
abutment. Also, the straight abutment has a tapered cylin-
drical shape, while the angulated abutment terminates with 
a crescent apex. As mentioned in the results, no screw or 
implant body fractures are seen in the present study.
Conclusion
Straight and angulated zirconia abutments presented simi-
lar load to fracture on 3 and 3.5 mm platform diameters yet 
being significantly less for 4.5 mm diameter.
Conflict of Interest
None declared.
Fig. 6 Representative scanning electron microscopic image of the fracture area in the region of platform.
Fig. 7 Scanning electron microscopic image of fractured zirconia abutment with fractured origin determined by the hackle lines reveal crack 
propagation direction.
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